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Abstract—In vivo recording of neural action-potential and local-
field-potential signals requires the use of high-resolution 
penetrating probes. Several international initiatives to better 
understand the brain are driving technology efforts towards 
maximizing the number of recording sites while minimizing the 
neural probe dimensions. We designed and fabricated (0.13-µm 
SOI Al CMOS) a 384-channel configurable neural probe for large-
scale in vivo recording of neural signals. Up to 966 selectable active 
electrodes were integrated along an implantable shank (70 µm 
wide, 10 mm long, 20 µm thick), achieving a crosstalk of -64.4 dB. 
The probe base (5 × 9 mm2) implements dual-band recording and 
a 171.6 Mbps digital interface. Measurement results show a total 
input-referred noise of 6.4 µVrms and a total power consumption of 
49.1 μW/channel.  
 
Index Terms—Active electrode, active probe, biopotential, 
implantable device, low-noise amplifier, multi-electrode array, 
neural amplifier, neural probe, neural recording.  
 
I. INTRODUCTION 
ARGE-SCALE in vivo recording of neuron populations has 
emerged as a key approach towards understanding how 
neural networks in the brain work [1]. Microfabricated silicon 
neural probes have established as the dominant technology in 
this field and have achieved ever increasing densities and 
numbers of simultaneous recording electrodes while reducing 
the probe-shank dimensions for minimal tissue damage [2]–
[10]. A high electrode density is crucial in order to increase the 
spatial resolution and thus the accuracy of identifying 
individual neurons from large populations [11]. A large number 
of simultaneously-recorded electrodes, on the other hand, 
increases tissue coverage and allows recording from many 
neurons spanning multiple brain regions, thus providing insight 
 
Manuscript received August 16th, 2016; revised xxx xx, 2016. Financial 
support for this research undertaken at imec was provided by the Howard 
Hughes Medical Institute, the Allen Institute of Brain Science and the 
University College London with funding from the Gatsby Charitable 
Foundation and the Wellcome Trust. 
C. M. Lopez, J. Putzeys, B. C. Raducanu, M. Ballini, S. Wang, A. Andrei, 
V. Rochus, R. Vandebriel, S. Severi, C. Van Hoof, N. Van Helleputte and S. 
Musa are with imec, Leuven, Belgium (e-mail: moralope@imec.be). 
into specific behaviors and self-organized processes encoded by 
neuron ensembles [12].  
Increasing the density and number of electrodes can be 
achieved by reducing the electrode area and pitch. This will, 
however, increase the electrode impedance and interconnect 
wire density thus deteriorating the signal crosstalk and 
increasing the sensitivity to electromagnetic interferences. To 
address these drawbacks, the active electrode concept was 
proposed in [7], where in situ buffering circuits (pixel 
amplifiers) were integrated beneath each electrode to locally 
transform the high electrode impedance and be able to drive the 
high interconnect density. This approach has enabled an almost 
threefold increase of the electrode number per cross-sectional 
area in [7] compared to prior non-active silicon probes [2]–[6], 
[8], [9].  
The number of simultaneous recording electrodes is 
primarily limited by the number of parallel readout channels 
available and the maximum number of interconnect wires 
between the probe shank and the probe base. The number of 
interconnect wires is strictly limited by the shank width which 
determines the invasiveness of the probe. By using time-
division multiplexing integrated in the shank, as many as 1440 
parallel readout channels have recently been demonstrated [10]. 
However, the need for complex pixel circuits in this design 
resulted in a reduced noise performance and larger pixel area. 
Implantable neural probes are targeted to record neural 
signals with amplitudes in the order of few μV to several mV 
and frequency spans from dc to a few kHz. Two different kinds 
of signals can be identified in a frequency band of 10 kHz: the 
local-field potentials (LFPs) in the low frequency range (< 1 
kHz) and the action potentials (APs) in the high frequency 
range (~0.3-10 kHz). Neural signals present a ~1/f frequency 
dependency [13], which means that the signals above 10 kHz 
are highly attenuated. Since the LFP signals can have much 
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larger amplitudes (i.e. up to 2 orders of magnitude) than the AP 
signals, it is important to provide appropriate low-noise 
amplification and sufficient dynamic range to accurately record 
both signals. Current state-of-the-art neural-recording chips 
focus on a single signal band [14], provide band separation [7], 
[15], [16] or record the full band with [17]–[19] or without [20] 
adjustable filter settings. 
This paper presents an extended description of our previous 
work [21], in which we present an active neural probe with 384 
configurable channels for high-density recordings in acute and 
chronic rodent studies. Up to 966 selectable, neuron-sized 
electrodes (12 × 12 μm2) were densely packed along a narrow 
(70 µm) and thin (20 µm) implantable shank using integrated 
CMOS. This probe achieves the highest electrode density 
reported so far with more than twice as many electrodes per 
cross-sectional area compared to the state-of-the-art [7], [10]. 
The probe allows simultaneous recording from up to 384 
electrodes, which is a more than sevenfold increase compared 
to [7]. A maximum of 384 dedicated interconnect wires are 
routed between the shank and the base, thus also reaching the 
highest interconnect density reported for silicon neural probes. 
This paper is organized as follows. In Section II we describe 
the concept of the active neural probe and in Section III we 
explain the proposed architecture and the design of the main 
circuit blocks. The device fabrication process is outlined in 
Section IV. Section V provides high-level details of the 
headstage and system design. The measurement results 
obtained from both electrical performance characterization and 
saline experiments are presented in Section VI. Finally, Section 
VII states the conclusions of this paper. 
II. NEURAL PROBE CONCEPT  
The active neural probe consists of an implantable shank and 
a non-implantable base, both integrated in the same silicon 
substrate. Two different shank architectures were developed: a 
short 5-mm shank with 384 active electrodes (covering 3.84 
mm) for mouse experiments, and a long 10-mm shank with 966 
selectable active electrodes (covering 9.66 mm) for rat 
experiments. In both architectures, the electrode arrays are 
arranged in 2 columns with a tetrode-like layout. While in the 
short version all the electrodes can be recorded at once, a local 
switch matrix in the long shank provides flexibility to select up 
to 276 electrodes for simultaneous recording. This reduced 
number of simultaneously-recorded electrodes is due to layout 
limitations in the shank and it is discussed in Section IIIA. The 
electrode selectivity is described further in Section IIA. The 
active electrodes in this design provide low output impedance 
and therefore low pixel-to-pixel crosstalk [7]. Pseudo-
differential amplification is achieved by using a similar 
reference pixel. 
The probe base (5 × 9 mm2), which has the same design in 
both architectures, contains an array of 384 recording channels 
to perform analog pre-processing and digitization of the neural 
signals. The unused 108 channels in the long-shank probe are 
left disconnected and can be powered off if it is desirable to 
save power. The reference signal of each channel can be 
selected independently from 11 available options as described 
in Section IIB. A digital interface enables the configuration and 
calibration of the probe, as well as the transmission of the 
digitized neural data. 
A. Pixel Selectivity 
The electrodes in the long-shank probe can be selected in 
groups or spread along the shank in a pseudo-random manner, 
as represented seen in Fig. 1a. The 966 pixels (i.e. in situ 
amplifiers under each electrode) in the shank can be virtually 
divided in 3 groups of 276 pixels each (i.e. groups A-C) and one 
half-group of 138 pixels (i.e. group D), which all share the 276 
recording channels. Therefore, each channel could be 
connected to 3 or 4 pixels, but only one pixel can be connected 
at a time. The short-shank probe, however, includes only one 
group of 384 pixels and does not require selectivity.  
In the example E1, 276 consecutive pixels are all selected 
from a same group, covering a length of 2.76 mm. This can be 
useful in experiments that need simultaneous recordings from a 
large single brain area. The example E2 shows how subgroups 
of adjacent pixels could be selected from three different groups, 
thus enabling the recording from different brain areas 
simultaneously. In this case, the pixel subgroups must have 
different positions in the array so that they are connected to 
different channels. The last example (E3) shows a pseudo-
random selection of pixels, all connected to different channels. 
B. Reference Selection 
The reference signal of each channel can be selected 
independently from 10 (short shank) or 7 (long shank) of the 
internal electrodes or an external electrode. As represented in 
Fig. 1b, the electrodes that can be selected as an internal 
reference are distributed uniformly every 380 µm in both shank 
architectures. Therefore, 10 of the 384 recording electrodes in 
(a) 
 
(b) 
 
Fig. 1. Neural probe functionality. (a) Pixel selectivity examples for the long-
shank probe: all consecutive electrodes in a group (E1), subgroups of
consecutive electrodes at different depths (E2) and nearly randomly
distributed electrodes (E3). All electrodes in the short-shank probe can be
simultaneously read out. (b) Reference electrode selectivity concept. 
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the short shank can be used as internal references, while 24 of 
the 966 (i.e. 7 in each group and 3 in the last half-group) 
selectable recording electrodes in the long shank can be used as 
internal references. The selectivity of the internal references 
works in the same way as the selectivity of the recording 
electrodes. However, in this case, multiple internal references 
could be selected simultaneously to form a distributed reference 
electrode. The flexibility of each channel to select 
independently its reference signal may help improving the 
common-mode rejection (CMR) of the pseudo-differential 
input stage. This is because the nearest reference can always be 
selected for every recording electrode. 
An external electrode can be connected to one of the probe 
input pads. The signal provided by this electrode is also 
buffered with a reference pixel located at the beginning of the 
shank (i.e. probe neck) so that it can match better the recording 
pixel and, therefore, improve the CMR. 
III. CHIP ARCHITECTURE 
Fig. 2 shows the circuit architecture of the neural probe. The 
implantable shank consists of an array of 384 or 966 active 
pixels, for the short and long probes, respectively, connecting 
to the surface electrodes. An additional pixel is used to buffer 
the external reference electrode. The 384 channels in the base 
allow dual-band recording by splitting and amplifying the AP 
(0.3/0.5/1-10 kHz) and LFP (0.5-1000 Hz) bands with channel-
independent programmable gains (50-2500 V/V), thus making 
optimal use of the analog-to-digital converter (ADC) dynamic 
range. Each channel also includes a 1-kHz square-wave current 
generator for simultaneous impedance measurement of all the 
selected electrodes. Both bands in a group of 12 channels are 
combined by using two time-division multiplexers (MUXs) that 
sample the AP and LFP signals at 30 kS/s and 2.5 kS/s, 
respectively, thus optimizing the output data rate. A 10-bit  
successive approximation register (SAR) ADC follows the 
MUX. A digital control block transmits the data from the 32 
ADCs through four serial peripheral interface (SPI) data lines 
at a combined rate of 171.6 Mbps. The main constraints that 
governed our design decisions are explained below, together 
with a detailed description of some of the main circuit blocks. 
A. Layout Constraints 
The probe dimensions were decided based on two main 
restrictions: i) the target application and system requirements, 
and ii) the processing limitations. For the target application, two 
different shank lengths were chosen so that the impact of the 
length on both rat and mouse experiments could be studied. The 
width of the shank was chosen to minimize the tissue damage 
during implantation, while still being able to accommodate the 
desired number of signals lines (i.e. number of simultaneous 
recording channels). Also, the width of the probe base was 
limited to minimize the dimensions of this non-implantable 
rigid silicon piece. Due to the lithographic limitation on reticle 
 
Fig. 2. High-level system architecture of the proposed active neural probe (pixel schematic corresponds to the long-shank version). The channel implements a band 
splitting technique to record both AP and LFP signals with independently programmable gains. 
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size (~ 22 mm × 22 mm), there was a trade-off between the 
maximum length of the shank (i.e. a larger sensing area) and the 
length of the base (i.e. higher number of recording channels). A 
maximum shank length of 10 mm was considered adequate for 
rat experiments. The rest of the reticle length is used to fit the 
tapered probe neck (1 mm) and the base  (9 mm). 
To simplify the packaging effort and minimize the dimension 
of the probe-holding printed-circuit board (PCB), the number 
of I/O pads were minimized and placed only on one side of the 
probe base. This last restriction sets a very important layout 
constrain in this design. The need to distribute power and 
control signals from the pads to the opposite-side of the base 
and to the tip of shank requires metal wires that can be up to 20 
mm long. This could cause severe voltage drops in the 
power/ground busses which had to be carefully considered 
during floorplan and design. 
Other important constraints that governed the design and the 
layout of the pixel are: the limited shank width, the pixel area 
(i.e. electrode pitch) and number of simultaneously-recorded 
electrodes. Therefore, as shown in Fig. 3a, a tradeoff between 
local routing, power distribution and number of signal wires 
had to be made in this design. In the chosen 6-metal process 
(M1-M6), the local routing of the long-shank pixel was 
completed with only one metal layer (M1), all the 
power/reference distribution was restricted to only M2, the 
routing of the pixel outputs was done in two layers (M3 and 
M4) and, finally, the metal-insulator-metal (MIM) capacitors 
occupied the two top layers (M5-M6). Due to the limited shank 
width, only 276 signal lines could be accommodated in the two 
metal layers for the long-shank probe. In the short-shank probe, 
however, the pixel did not require the selection circuits and this 
space was used to accommodate additional signal lines in M1 
and M2, reaching a total of 384. 
B. Power Constraints 
The power constraints in this design were set by the limited 
brain tissue heating (< 1°C) allowed in this application [22]. In 
order to prevent excessive heating beyond these limits, we 
performed thermal finite element method (FEM) simulations 
using Comsol Multiphysics® software to determine the upper 
limits of power dissipation for the probe base. These 
simulations follow a similar approach as  the one presented in 
[22]. For our work, we considered the worst-case scenario 
where all the power dissipation in the shank is concentrated in 
one pixel group (i.e. 276 consecutive pixels selected). To make 
the simulations realistic, we included several means of heat 
sink: the brain, some dental cement covering the probe base 
outside the brain, a holding PCB with metal planes and a 
microdrive. A schematic of the 3D FEM model is shown in Fig. 
3b (left).  
For the FEM simulations, the power dissipation of the whole 
shank was fixed to the power required to achieve the desired 
noise performance in the pixel amplifiers. Based on our noise 
simulations, this power was 6.6 μW/pixel, corresponding to a 
whole-shank power dissipation of 1.8 mW for the 276 pixels in 
a group. After setting the power dissipation in the shank, the 
goal of the FEM simulations was to find the maximum power 
dissipation allowed in the probe base before the brain tissue 
heating increases beyond the safe limits. The simulation results 
in Fig. 3b (right) show that, for this shank power consumption, 
it is possible to maintain the tissue heating below 1°C if the 
power dissipation in the base is kept below 20 mW. This limit 
was used to set the power specs of the different building blocks 
in the probe base, including the digital control. Since it is 
difficult to validate these simulation results with actual thermal 
measurements in a realistic setup and with the required 
sensitivity, we are currently investigating the integration of 
thermal sensors for a future shank design. 
C. Pixel and Shank Design 
Since the pixel is the input stage of the analog front-end and 
is located in the shank, it was designed under stringent area, 
power and noise constraints. As seen in Fig. 2, the pixel 
contains an AC-coupled source-follower, which uses a pseudo-
resistor to set the dc input voltage and define a very-low-
frequency high-pass corner. The pixel input can also be 
accessed to apply a common calibration signal or to measure 
the electrode impedance. A local shift register (SR) controls the 
pixel selectivity and connects to the adjacent pixels to form a 
single SR chain in the shank. 
Unlike [7], the pixel is implemented as a source follower to 
further reduce the output impedance and crosstalk. This also 
reduces ambient light-sensitivity effects observed in the 
previous common-source architecture. Metal shielding of 
sensitive components and guard rings around the pixels were 
also implemented to further reduce the light effects. The entire 
(a) 
 
     
 
(b) 
 
Fig. 3. Design constraints. (a) Layout constraints in the long-shank due to the
limited width and number of metal layers. (b) Schematic of the 3D FEM model
used for thermal simulations (left) and simulation results showing the heat
distribution in the probe shank and base (right). 
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recording pixel occupies an area of 20 × 30 µm2.  
The schematic of the pixel and the subsequent 
instrumentation amplifier (IA) are shown in Fig. 4. The bias 
transistors of the source followers (M2/4 = 30μm/30μm) were 
placed in the probe base to reduce the pixel area and power 
dissipation (i.e. only a fraction of the supply voltage drops 
across M1/3 = 120μm/0.65μm, leading to a power reduction of 
30%). This also allows to use a single switch (MSW = 24.2μm 
/0.3μm) for both selecting or powering down the pixel. Since 
the bias current also flows through this output switch, its flicker 
noise contribution could become significant compared to the 
low targeted noise. To mitigate this effect, the size of MSW was 
maximized within the area constraints.  
Due to the high gate leakage of the standard transistors in this 
technology, the input and bias transistors of the source follower 
are implemented with thick-oxide transistors. This eliminates 
gate shot-noise components and minimizes the current flowing 
through the pseudo-resistor, thus keeping the input-node 
voltage and the high-pass-corner frequency stable. The pixel is 
supplied with 1.8 V (VDDH) to accommodate the higher 
headroom voltages required for the thick-oxide transistors.  
The limited width of the power and ground busses running 
along the shank resulted in unwanted power-supply voltage 
drops and ground shifts towards the tip of the shank, affecting 
the biasing of the source followers. These unknown supply 
voltage drops can be as large as 100 mV (depending on the pixel 
position within the shank) and were taken into account during 
corner simulations. Based on simulations, the supply and bias 
(Vref) voltages were carefully chosen  to ensure proper biasing 
of the thick-oxide transistors along the whole shank and over 
process, voltage and temperature corners, while limiting the 
power consumption and the noise. Dynamic supply-voltage 
drops, which can occur during the simultaneous digital activity 
of the pixels (i.e. SR chain programming), were greatly reduced 
by using MOS decoupling capacitors to fill the empty areas of 
the pixel and also in the shank tip. Monte-Carlo simulations 
were also performed to make sure that the remaining supply 
voltage shifts were not causing timing violation in the SR chain. 
An additional pixel is added at the beginning of the shank to 
buffer the external reference electrode signal. This pixel or one 
of the predefined recording pixels can be selected to act as a 
reference in the pseudo-differential configuration. Depending 
on the selected recording and reference electrodes, the two 
pseudo-differential signal paths can have unequal resistive and 
capacitive (e.g. one reference pixels can be connected to several 
channels) loads. The noise degradation caused by this mismatch 
was mitigated by increasing the reference pixel bandwidth (i.e. 
doubling its bias current), thus achieving sufficient common-
mode noise suppression. This optimization was done by 
simulating a worst-case scenario in which one reference pixel 
is connected to all the 384 channels. The CMR also depends on 
the reference pixel choice due to the load mismatch and the 
possible power-supply voltage mismatch caused by the voltage 
drops along the shank. The best CMR is achieved when both 
the recording and the reference pixels are closely located.  
D. Recording Channel Design 
The channel architecture consists of (see Fig. 2): a square-
wave current generator that can be used for electrode-
impedance measurements, an IA with a fixed gain of 50 V/V, 
two analog filters to separate APs and LFPs into two different 
channel paths, two programmable-gain amplifiers (PGAs) 
providing gains in the range 1-50 V/V and two output buffers 
to drive the subsequent analog multiplexer and ADC. The two 
AP and LFP channel paths are amplified with band- and 
channel-independent gain settings. The recording channel 
achieves an input-referred noise of 5.5 µVrms and 8 µVrms  in the 
AP (0.3 - 10 kHz) and LFP (0.5 - 1000 Hz) bands, respectively,  
and has a total power consumption of 23.4 μW. 
• Instrumentation Amplifier 
The IA, which is shown in Fig. 4, is implemented as a 
folded-cascode operational transconductance amplifier 
(OTA) with capacitive feedback (C1/C2 = 50). Pseudo-
resistors are used to set the dc voltage at the inputs of the 
OTA and to implement, together with the feedback capacitor, 
a high-pass filter with a corner frequency lower than 1 Hz. 
Since the preceding stage does not provide gain, the noise of 
this block must be minimized. The IA consumes 18.6 μW 
and dominates the total power consumption of the channel. 
To mitigate the gate-leakage issues at the input nodes, the 
input transistors of the OTA (M5-6) as well as the pseudo-
resistors are implemented with thick-oxide transistors, while 
the other transistors in the OTA (M7-16) are implemented with 
standard devices. Different to the pixel, the IA and the rest of 
the channel are supplied with a low voltage (VDDL = 1.2 V) 
to maintain the total power consumption within the budget. 
To enable the combination and correct biasing of both high-
Vt thick-oxide transistors and standard transistors, we used 
forward body biasing in the input transistors (Vbulk = 0.6 V) 
to lower their Vt while ensuring low junction-diode forward 
 
Fig. 4. Detailed circuit schematics of the recording and reference pixels in
pseudo-differential configuration and the IA. The M1-M6 devices and the
pseudo-resistors are implemented with thick-oxide transistors. 
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current. With this technique, it is possible to keep all the 
transistors in saturation over the process corners without 
degrading the IA performance. A potential disadvantage of 
this technique is that the junction-diode forward current and 
the threshold voltage of the input pair are dependent on the 
input common-mode signal. However, this does not 
represent an issue for the expected ac input common-mode 
signal at this stage (i.e. max. 10 mV).  
Since all the 384 IAs share a common voltage biasing 
circuit, even small individual gate leakages add up to a 
considerable amount of current that is sufficient to pull up the 
bias voltage significantly. Active biasing was applied to the 
large current-source devices (M8-10) to mitigate this effect by 
increasing the driving capability of the bias source. This 
technique was also used for biasing all the other amplifiers in 
the channel. 
• Analog Filters 
A switched-capacitor (SC) architecture was chosen for the 
band-splitting filters inside the channels (SCF blocks in Fig. 
2) to provide low channel-to-channel variation of the corner 
frequencies. The band-limited IA (i.e. bandwidth is ~15 kHz) 
performs the antialiasing function for the SC filters running 
at 60 kHz. Since the neural signals present at frequencies >10 
kHz are very small due to their 1/f nature, no significant 
signal aliasing is caused by the SC filters. The effect of noise 
aliasing, verified in both simulations and testing, is also 
negligible.  
A first-order passive high-pass SC filter with a 
programmable corner frequency of 300, 500 or 1000 Hz is 
used for the AP signal path. This filter is followed by a 
buffered first-order low-pass RC filter (RCF block in Fig. 2) 
with a cutoff frequency of 10 kHz which is employed as an 
anti-aliasing filter before the channel multiplexing. The LFP 
signal path uses a first-order passive low-pass SC filter with 
a cutoff frequency of 1 kHz.  
• Programmable Gain Amplifier 
The PGA is a non-inverting closed-loop amplifier with 
capacitive feedback. In order to set the dc voltage of the 
negative OTA’s input node, a pseudo-resistor is used in the 
feedback loop. This amplifier is designed to have rail-to-rail 
input and output swing, low distortion and an appropriate 
gain range to provide additional amplification after the IA. 
Therefore, a complementary folded-cascode architecture 
with a second stage was chosen for the OTA. A 
programmable capacitor array with 8 settings enables the 
gain programmability (i.e. 1, 2.5, 5, 10, 20, 30, 40 and 50 
V/V). This programmability is independent for each channel 
and signal band, and requires 6 bits per channel (for two 
PGAs). The power consumption of this block is 0.5 μW. 
• Output Buffer 
The channel output buffer provides rail-to-rail input and 
output swing, low distortion and good driving capability to 
drive the subsequent MUX and ADC at the required settling 
time. A class AB amplifier offers the best compromise 
between current capability and distortion. In this design, the 
Hogervorst architecture [23] has been used, which consist of 
a rail-to-rail input stage, a summing circuit and a rail-to-rail 
class-AB output stage. The amplifier is compensated by 
including cascode stages in a Miller loop. This block 
consumes a quiescent power of 1.3 μW and provides a 
maximum current capability of 1 mA. 
E. ADC Design 
SAR ADCs are one of the preferred choices for bio-potential 
recording applications due to their suitable resolution and 
frequency ranges, and their low power dissipation [14], [17], 
[18]. In this design, the AP and LFP signals of 12 channels are 
multiplexed to one 10-bit SAR ADC running at a sampling rate 
of 390 kHz. Since we are splitting the AP and LFP signals into 
two different channels that can be amplified with different 
gains, the dynamic range requirements for the ADC can be 
relaxed, leading to power and area savings. Therefore, a 
resolution of 10 bits is sufficient to digitize both neural signals 
in this architecture. The design of the digital-to-analog 
converter (DAC) is fundamental to a SAR ADC and generally 
determines the overall area and power requirement. Hence, a 
metal-oxide-metal (MOM) capacitor based, charge-sharing 
DAC [24] is chosen due to its low-power and low-area 
properties. The chip contains 32 ADCs distributed along the 
base, which draw significant switching current from the power 
supply. In  this synchronous SAR architecture, the switching of 
all the comparators happens at the same time, without causing 
crosstalk among the ADCs. This might introduce a constant 
error over all comparators which can be canceled out later. The 
charge-sharing architecture ensures that all the charge required 
for the DAC is drawn at the beginning of the conversion cycle, 
and only discharges take place during the SAR algorithm. Since 
the DACs are completely disconnected from VDD during a 
conversion cycle, this choice mitigates the effect of any 
possible supply loading during synchronous comparison. 
This architecture (Fig. 5) does not require a dedicated 
reference voltage, and the reference DACs of two consecutive 
ADCs share their charges (one pre-charged to VDD and the 
other discharged to GND) at the beginning of the conversion 
cycle. Similarly, the sampling capacitor (CS) is added in parallel 
with the signal-DAC, whose units are pre-charged to VDD 
(switch SP) and signal-dependently discharged (SD10-SD1).  
A MOM capacitor of 256 fF is used for the most-significant-
bit (MSB) of the DAC, and the size of the four subsequent 
capacitors decreases geometrically (e.g. 128 fF, 64 fF, etc.). 
 
Fig. 5. Simplified schematic of the charge-sharing 10-b SAR ADC and details
of a DAC unit (bottom right). 
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However, for the last 5 bits, the size of the capacitor is kept 
constant (16 fF) while the pre-charge voltage is decreased (e.g. 
VDD/4, VDD/8, etc.) by sharing the charge through switches 
ST5-ST1. This prevents the unit capacitor for this 10-bit ADC 
from becoming too small (i.e. 0.5 fF) and sensitive to parasitic 
effects that may degrade the performance.  
In order to ensure that all the ADCs have a uniform transfer 
function across the chip, the architecture includes a few control 
bits that can be used to fine-tune the slope and offset of each 
ADC separately. The ADC transfer curve can be checked 
during the calibration phase and the tuning settings can be 
locally stored for future operation. 
F. Digital Control  
The digital-control block provides control of the SC filter, 
MUX and ADC operations, enables the programming of the 
internal SR chains in both the shank and base, and implements 
a SPI interface to serialize and transmit the parallel output data 
of the  32 ADCs. Other functionality includes the control of the 
square-wave current sources for impedance measurement and 
the control of the probe test modes.  
An input master clock with a frequency of 93.6 MHz is used 
to derive all the required internal clocks. This clock is generated 
by an external oscillator located in the system headstage (see 
Section V). The master SPI interface provides an output clock 
at 46.8 MHz for synchronization with an external slave device 
and four data lines where the output data of the 32 ADCs are 
serialized with a combined effective data rate of 171.6 Mbps. 
The SPI output data is divided in 110-bit frames, and a frame 
counter is provided for external synchronization. The SR 
programming also employs a serial protocol with a clock rate 
of 500 kHz.  
IV.  DEVICE FABRICATION  
The probes were fabricated using a 6-metal-layer 0.13-µm 
SOI Aluminum CMOS technology and a 200-mm fab-
compatible post-CMOS process. Fig. 6 shows the chip 
photographs with details of the base and shank circuit blocks. 
Fig. 7a shows a singulated final probe with highlights of the 
shank tip (Fig. 7b) and rounded neck (Fig. 7c). The shank is 10-
mm long and 70-µm wide. A reliable shank thickness of 21.8 ± 
0.3 µm (Fig. 7d) and low bending of < 100 µm were achieved 
by combining Si3N4 stress compensation with wafer backside 
thinning and deep Si etching. The deep Si etch process was 
optimized to achieve very smooth shank etch walls. The tip has 
a length of 300 µm and a sharp opening angle of 13.3°, a 
geometry targeting low tissue damage [25]. The probe base area 
and thickness are 5 × 9 mm2 and 420 µm (Fig. 7c), respectively. 
The thick base provides stability during automated probe 
assembly.  
A scalable and CMOS-compatible process was developed to 
achieve the low-impedance and biocompatible [26] TiN 
electrodes (Fig. 7e). The 12 × 12 µm2 electrodes are arranged 
in a tetrode-like configuration with center-to-center distances of 
32 µm, 25.5 µm and 20 µm to neighboring sites, as shown in 
Fig. 7b. The grid-like configuration of the electrode vias (Fig. 
7e) connecting the TiN electrodes with the underlying 
electronics increases the effective electrode area and lowers the 
contact resistance by enhancing the TiN deposition conformity 
over the via sidewalls. The vias are parallel to the shank axis 
across the whole array. The average electrode impedance at 1 
kHz measured with dedicated test electrode arrays in 
phosphate-buffered saline (PBS) of pH 7.4 was 154 ± 9 kΩ (n 
= 1265) immediately after immersion and 166 ± 11 kΩ after 8 
weeks soaking in saline.  
After post-CMOS processing, the final probes are wire-
bonded onto custom flexible PCBs (Fig. 8). Only 52 of the 69 
bondpads are required during normal operation, while the 
remaining 17 are used for verification purposes and are not 
wire-bonded. The probe base was covered by a metal-coated Si 
spacer that acts as a light-shield and reference surface during 
implantation. The bond-wires are finally sealed in a black bio-
compatible epoxy (Master Bond EP42HT-2MED).  
V. HEADSTAGE AND SYSTEM DESIGN 
Due to the size and power dissipation requirements of the 
probe, certain functionality is pushed towards a small-size PCB 
called a headstage (Fig. 8a). The probe, along with an 
electrically-erasable programmable ROM (EEPROM) 
memory, is wire-bonded on a flexible PCB with rigid ends, 
which attaches to the headstage using a zero insertion force 
(ZIF) connector (Fig. 8b). The small headstage (20 × 16 mm2, 
1.1 g) connects to a back-end field-programmable gate array 
(FPGA) board through a 5m, flexible, dual micro-coax cable. 
The micro-coax cable is used for power delivery to the 
headstage and for data communication. The cable is selected for 
maximum flexibility and low weight (3.5g/m), to minimize the 
strain in freely moving animal experiments. 
The data communication is ensured through a dedicated 
gigabit multimedia serial-link serializer chip (MAX9271) 
located in the headstage and its corresponding de-serializer 
(MAX9272A) located at the back-end PCB. The serializer 
provides a high-bandwidth unidirectional connection used for 
streaming the neural data, as well as a low-bandwidth 
bidirectional link used for controlling and programming the 
neural probe. The headstage contains a small FPGA which can 
 
 
Fig. 6. Die photo of the active neural probe. The dimensions of the long shank 
are 70 µm × 10 mm, with a thickness of 20 µm. The probe base occupies a total 
area of 5 × 9 mm2, with a thickness of 420 µm. 
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configure the neural probe. It also generates the required clocks 
and analog-calibration signals through a dual DAC. 
Furthermore, it provides access to the dedicated EEPROM 
containing the calibration parameters unique to each probe. 
Multiple low-noise, low-drop-out regulators located on the 
headstage are used to generate the required power supplies for 
the headstage and the probe.  
The back-end part of the system is comprised of an off-the-
shelf FPGA development board (Xilinx KC705, not shown) 
with a mezzanine PCB attachment containing the de-serializer 
chip (Fig. 8b). A Gigabit Ethernet connection is used between 
the system and a PC to stream the data and control the probe. 
The onboard FPGA provides data buffering and preprocessing, 
as well as sufficient resources for closed-loop neuroscience 
experiments. 
VI. EXPERIMENTAL RESULTS 
A. Performance Measurements  
After post-CMOS fabrication, the performance of the neural 
probes has been measured using a custom test PCB for bench 
tests. The circuits were battery-powered and shielded with a 
Faraday cage during experiments at room temperature (~22°C). 
A HP3562A dynamic analyzer was used to measure the channel 
input-referred voltage noise spectrum and transfer functions. 
The other parameters were measured through the digital 
interface using a National Instruments PXI 6544 data 
acquisition card to interface with the PC.  
Table I compares the measured performance of our probe 
with the state-of-the-art. When first reported [21], this work 
achieved the highest number of electrodes in a single shank 
(966), the lowest cross-sectional-area coefficient (CSAC = 1.45 
µm2, corresponding to the shank cross-sectional area divided by 
the number of electrodes in the shank) [7], and the highest 
number of recording channels (384) integrated in the same 
probe substrate. The number of electrodes and channels have 
been recently surpassed by the work of Raducanu et. al. [10]. 
However, this probe continues to have the lowest CSAC, which 
indicates a potentially lower invasiveness with respect to the 
number of sites available for recording.  
The long-shank crosstalk at 1 kHz was measured with a 
dedicated test structure in which 179 pixels were used as 
aggressors to one grounded victim pixel. The measured shank 
crosstalk is -64.4 dB (i.e. 0.06%), which is ~20 dB lower 
compared to [7] thanks to the lower output impedance of the 
pixels. The channel-to-channel crosstalk in the base of the long-
 
Fig. 7. Details of the probe fabrication. (a) Singulated neural probe device after post-CMOS processing. (b) Details of the shank tip and electrode arrangement. (c) 
Details of the probe neck and thick base. (d) Details of the uniform shank thickness. (e) Details of the TiN electrodes and via grids. 
 
(a)  
 
(b) 
 
Fig. 8. System design. (a) Schematic drawing of the implanted probe connected
to a headstage PCB. (b) Picture the complete recording system. 
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shank probe was also measured for a worst-case scenario in 
which 275 channels acted as aggressors to one victim grounded 
channel. The measurement results show a base crosstalk of -
37.4 dB.  
The total power consumption of the long-shank probe is 
18.84 mW (i.e 1.31 mW consumed at the shank and 17.53 mW 
at the base), which was measured during recording operation 
with the SPI lines connected to a load of ~4 pF and with all the 
384 channels powered on (even when only 276 are actually 
connected to the pixels). From this power, 6.12 mW are 
consumed by the digital-control block to transfer 171.6 Mbps 
of data at 1.8 V. According to the FEM simulation results 
described in Section IIIB, the power consumption of the probe 
is expected to be within the safety limits (i.e. lower than 20 
mW).  
Fig. 9 shows the channel input-referred noise and transfer 
functions for different programmable gains and bandwidths (i.e. 
AP and LFP bands). They were measured with a spectrum 
analyzer from the channel analog output. Additionally, the gain, 
filter cutoff frequencies and the input-referred noise of all the 
channels (excluding the 7 channels connected to the internal 
reference electrodes) were measured in saline for the complete 
recording chain in a long-shank probe. For this, the data was 
collected through the digital SPI interface using the system 
described in Section V and analyzed in software with custom 
Matlab® scripts. The minimum gain setting of the AP band was 
measured by applying a sinusoidal signal of 1.8 kHz frequency 
to the saline solution. The calculated gain was 40.50 ± 0.33 (n 
= 269) and the histogram is shown in Fig. 10a. The high-pass 
cutoff frequencies of the AP (300-Hz setting) and LFP bands 
were measured by applying a square-wave voltage of 10 mVpp 
amplitude and 0.2 Hz frequency to the saline solution. The 
high-pass corner frequency is then calculated from the decay 
time of the transient response. The high-pass filter corners were 
313.0 ± 4.3 Hz and 0.32 ± 0.01 Hz (n = 269) for the AP and 
LFP bands, respectively.  The histograms can be seen in Fig. 
10b and Fig. 10c. It should be noted that the LFP high-pass filter 
is implemented with pseudo-resistors, thus it is very dependent 
on process and temperature variations. Nevertheless, this cutoff 
frequency shows low variation within a single device and 
remains below 1 Hz, which is important to avoid attenuation of 
the lower frequencies of interest in the LFP band. The input-
referred noise of the complete recording chain, measured for all 
the electrode-channel combinations (n = 942) and using an 
external reference electrode, is 6.36 ± 0.80 and 10.32 ± 1.89 
µVrms, integrated in the AP (0.3-10 kHz) and LFP (0.5-1000 Hz) 
bands, respectively. This includes the electrochemical electrode 
noise as well. The AP-band noise histogram is shown in Fig. 
TABLE I 
MEASURED PERFORMANCE CHARACTERISTICS AND COMPARISON TO PRIOR ART 
Parameter 
Measured Values  
[8] [9] [18] [3] [5] [4] [7] [10] This work 
Probe Shank 
No./Type Electrodes 334 Passive 
200 
Passive -- 
8 
Passive 
64 
Passive 
257 
Passive 
455 
Active 
1356 
Active 
384 
Active
966 
Active 
Electrode Area [μm
2
] 707 81 -- 100 108 1963 78.6/491 400 144 144 
Electrode Pitch [μm] 30 11 -- 100 24 60 35 22.5 20 20 
CSAC [μm
2
] 11.98 3.75 -- 127.5 30.55  10.99 3.7 3.65 1.45 
Total Power/El [μW] -- -- -- -- -- -- 3.6 3 4.7 4.7 
Crosstalk [dB] -- -- -- -- -84 -- -44.8 -63 -- -64.4 
Probe Base (Recording System)
No./Type Channels 16 1000* 100 8 Integrated 
64 
Hybrid 
128** 
Hybrid 
52 
Integrated 
678 
Integrated 
384 
Integrated
276 
Integrated
Gain -- -- 400/600 1000 194 70.8 30-4000 50-2500 50-2500 
HP Corner [Hz] -- -- 0.25 300 1.3 1 0.5/200/ 300/500 
0.5/300/ 
500/1000 
0.5/300/ 
500/1000 
LP Corner [kHz] -- -- 2.5-10 10 6.4 10 0.2/6 0.3/0.5/ 1/8 1/10 
THD -- -- 
0.53% 
 @ 1mV
pp
 -- -- -- 
1%  
@ 18mV
pp
 -- 
0.4%  
@ 10mV
pp
 
CMRR/PSRR [dB] -- -- 73/80 -- 83/84 -- 60/76 -- >60/>70 
ADC Resolution [b] -- -- 9 5 -- -- 10 10 10 
Sampling Rate (kS/s) -- -- 200 (10 Ch) 160 (8 Ch) -- -- 120 (4 Ch) 400 (20 Ch) 390 (13 Ch) 
Full probe
Supply Voltage [V] -- -- 0.45 3 3 -- 1.8 1.2/1.8 1.2/1.8 
Total Power/Ch [μW] -- -- 0.94*** 94.5 351.6 39.1 27.84 45 49.06 
Total Area/Ch [mm
2
] -- -- 0.25 0.625 0.45 -- 0.19 0.12 0.12 
Input Noise (μV) -- -- 3.2 (1Hz-10kHz) 
8.9 
(300Hz-10kHz)
2 
(1Hz-6.5kHz)
3.7 
(1Hz-10kHz)
3.2 
(300Hz-6kHz)
12.4 
(300Hz-7.5kHz) 
6.36 
(300Hz-10kHz) 
* In a 5-shank arrangement  
** In a 16-shank arrangement 
*** IO digital power not included in this number. 
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10d. It can be seen that 94.8% of the pixel-channel 
combinations have an integrated noise below 7.5 µVrms. All the 
histograms shown in Fig. 10 demonstrate a low channel-to-
channel variability of the most important performance 
parameters.   
The PSRR of the complete recording chain at 50 Hz, 
measured in saline with an external reference electrode, is 
measured to be >70 dB. The full-chain CMRR at 50 Hz is also 
measured in saline in two conditions: i) a worst-case 
configuration in which one pixel in the shank tip is recorded 
using an external reference electrode (i.e. the recording and 
reference pixels are very far from each other and the electrode 
impedances are not matched) and ii) a best-case configuration 
in which one pixel is recorded using an internal reference pixel 
next to it (i.e. the recording and reference pixels are closely 
located and the electrode impedances are matched). The worst-
case CMRR in the first condition is measured as 40 dB, while 
the best-case CMRR in the second condition is measured as 48 
dB.  The measured CMRR of the recording channel alone is >60 
dB, which shows that the full-chain CMRR is dominated by the 
mismatch of the pseudo-differential input stage and is highly 
dependent on the choice of the reference electrode. However, 
the worst-case CMRR achieved for the external-electrode 
configuration is comparable to the one achieved in passive 
probes under the same conditions (e.g. the CMRR of a passive 
probe with 150-kΩ recording electrodes measured with a 13-
MΩ input-impedance amplifier [27] using a 50-Ω external 
reference electrode can be calculated as ~39 dB, when only the 
input voltage divider caused by the two unmatched electrodes 
is taken into account). The signal distortion of the complete 
recording chain stays below 0.4% total harmonic distortion 
(THD) for input amplitudes below 10 mV in all the electrode-
channel combinations of one device.   
 The signal-to-noise-and-distortion ratio (SNDR) of the 10-
bit SAR ADC standalone is measured as 50.87 dB at a 1-kHz 
input frequency, corresponding to an effective number of bits 
(ENOB) of 8.16 b. The total dynamic power consumption of the 
ADC is 11.6 μW, when operating at 390 kS/s (i.e. sampling 13 
 
(a) 
 
 
(b) 
 
 
(c) 
 
Fig. 9. Channel characteristics. (a) Measured closed-loop transfer function of
one recording channel for different programmable bandwidths and (b) gains. 
(c) Input-referred noise for both the AP (0.3 kHz filter setting) and LFP
frequency ranges. 
  
   
(a) 
 
 
(b) 
 
 
(c) 
 
 
(d) 
 
Fig. 10. Histograms of some of the measured performance parameters in one 
long-shank probe. (a) Minimum AP-band gain histogram (n = 269). (b) AP-
band high-pass filter cutoff frequency histogram (n = 269). (c) LFP-band high-
pass filter cutoff frequency histogram (n = 269). (d) AP-band integrated input-
referred noise histogram (n = 942). 
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channels at 30 kS/s). The figure of merit (FOM) is then 
calculated as 108.4 fJ/conversion-step. The maximum 
differential nonlinearity (DNL) and integral nonlinearity (INL) 
of the ADC, measured using conventional histogram testing, 
are -0.4/+0.4 LSB and -1.3/+0.9 LSB, respectively.  
B. Saline Measurements  
To further validate the functionality of the neural probe and 
complete system, we performed measurement in saline (PBS) 
by applying a set of pre-recorded neural data containing AP and 
LFP information. Measurements were done using a gain of 
1000 for the AP band and a gain of 50 for the LFP band. The 
high-pass filter setting in the AP band was set to 300 Hz. In this 
experiment, the signals were applied to the saline solution 
through a National Instruments PXI 4461 dynamic signal 
analyzer and 3 distributed pixel subgroups were selected in the 
shank: pixels 1-80, 369-448 and 737-816. The rest of the pixels 
remained disconnected from the channels. The circuits were 
battery-powered and shielded with a Faraday cage during 
experiments. An external Ag/AgCl electrode was used as a 
reference for all the channels.  
The output signals from the 384 parallel recording channels 
were acquired using the system described in Section V and 
stored in real time by a custom Labview software. Fig. 11 shows 
a 0.75-s extract of the recording, which demonstrates successful 
recording and separation of the AP and LFP signals at different 
shank depths. The signals are shown as input-referred, i.e. 
divided by the band gain. No signal was present in the 
unconnected channels, showing that the pixel-to-pixel and 
channel-to-channel crosstalk is minimum.  
Extended in vivo characterization of these neural probes has 
been sucessfully performed with several devices, 
demonstrating their functionality and performance when being 
used in the target application. Some examples of datasets 
acquired during such in vivo experiments and their 
experimental descriptions are available on the Web [28], [29]. 
A complete analysis of the in vivo characterization will be 
reported in a separate publication.  
CONCLUSIONS 
In conclusion, we report on a CMOS neural probe, which 
integrates in situ buffering under each electrode and 
implements a high-density electrode array with reduced 
crosstalk, low noise, and small shank dimensions. The whole 
recording chain achieves an input-referred noise of 6.36 μVrms 
in the AP band, a total power consumption of 49.06 
μW/channel and a CSAC of 1.45 µm2 for the long-shank probe. 
A very low channel-to-channel variability has been 
demonstrated for the most important performance parameters, 
and the probe functionality has been verified with successful 
saline recordings of pre-recorded neural data. The presented 
high-density probe will enable large-scale recording of neural 
activity, thus exceeding the capabilities of existing 
technologies. 
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